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Summary. A computer program for analysis of the 
exercise electrocardiogram has been developed at the 
LOS Hospital, Salt Lake City, Utah. This program is 
used to enhance the electrocardiogram, extract para-
meters and classify the test as positive or negative. 
A study 1nvolving 68 patients who underwent cardiac 
catheterization and selective coronary arteriograms 
has been conducted to test the effectiveness of this 
program in prc!J~rly classifying these pat1ents. Using 
a parameter based on the frequency ot abnormal condi-
tions, the program agreed with the cardiologist's 
classification of the test in 67 of the 68 patients. 
In comparing the classification witr the evaluation of 
the coronary arteriograms there were 4 false-positive 
patients and 7 false-negative pat1ents. 
Complete computer processing of exercise electro-
cardiographic data consists of three tasks. These 
tasks are: 
1. Reduction of noise in the electrocardio-
graphic signals (e.g., time coherent 
averaging). 
2. Extraction of quantitative parameters 
from the signal. 
3. Interpretation of the test (i.e., the 
test is positive or negative). 
A computer program which performs each of these 
tasks is now in routine clinical operation at the LOS 
Hospital. Signal processing techniques were used to 
solve the first two tasks so that reliable data could 
be collected to test the effectiveness of the solution 
to task three which is a decision problem. 
The program at the LOS Hospital is an on-line 
program, which samples three leads of ECG data 
simultaneously at 200 samples per second for 20 
·seconds. Currently the leads being sampled are V4, 
V5, and lead 2. The data can be sampled at any time 
by the cardiologist, but generally a protocol is 
followed in which data is sampled at the end of each 
stage of exercise as defined by BrucE. Thio 10 second 
set of data (exclu~ng all premature complexes) is 
time coherent averaged on each lead tc generate a 
single complex from each lead 1-1hid is the "noise 
free" complex on which the parameter· extraction will 
take place. 
The extraction of parameters is dependent on 
the location of the onset and end of the QRS in each 
lead since the onset of QRS is assumed to be the iso-
lectric point for purposes of calibration and because 
the ST segment to be analyzed by the program is 
defined as the 80 millisecond interval followina the 
ena of tne QR~. Using this ST segment, tne ave~age 
s-ieve' is measureo i:• the interva 1 anri. the slope of 
the "lease-square' l1r1E' through the ST interval is 
deteY·f'lined. These two parameters fr·om eacr lead, 
together with the patient's heart rate at that stage 
o• exercise. become the basic data set stored on the 
patient's record durinq the exercise test. To insure 
the accuracy of locatibn of QRS onset and end an 
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assumption has been made that the duration of the QRS 
complex does not significantly change during exercise. 
Based upon this assumption, the program locates the 
onset and end of the QRS relative to the fiducial point 
(point on QRS with minimal first difference) used for 
time coherent averaging only once during the entire 
exercise procedure. This is done during the first 
analysis, which is while the patient is lying at rest 
prior to the initiation of exercise. At this point 
the signal to noise ratio is maximum and thus the 
accuracy of the computer algorithm for measurement of 
onset and end is optimized. Even with this optimiza-
tion, however, a feedback mechanism is provided to 
the cardiologist at this point to allow him the option 
of changing either the onset or end of the QRS if he 
feels that the computer algorithm for location is in 
error. Once these locations are accepted by the 
cardiologist their position relative to the fiducial 
point is recorded and all subsequent determination of 
those locations is accomplished by merely locating 
the appropriate fiducial point on the averaged com-
plexes and arbitrarily assigning the onset and end of 
the QRS to their relative positions with respect to 
that fiducial point. This technique has proved to be 
extremely successful and insensitive to noise even in 
the presence of extreme noise during maximal exercise 
conditions. On completion of the test a report of 
the averaged complexes is printed by the computer. 
Figure 1 is a copy of a report showing the averaged 
complexes with the vertical marks on the complexes 
indicating onset and end of the QRS and the ST inter-
val used for analysis. The column on the left is the 
stage of exercise. The ST level and slope are re-
corded under each complex and the heart rate for that 
stage is recorded at the left. 
In order to develop diagnostic algorithms for 
automatic interpretation of the exercise test using 
the parameters recorded by this program, data on a 
series of normal patients and patients with coronary 
artery disease (CAD) was collected. All of the 
patients included in the study have undergone heart 
catheterization where selective coronary arteriograms 
were recorded and evaluated. All patients in the 
study had a normal resting electrocardiogram anrJ had 
not taken digitalis for at least one week pr1or to 
the study. Dur1n~ exercise each patient reached at 
least 80% of hls ~re~icted maximai heart rate. Basec 
on the coronary aneriograms the patients were d:vi-
ded into two populations. The flrst population being 
those with significant coronary artery disease, whicr 
was defined as having greater than 75% occlusion of 
at least one major vessel. This resulted in 29 CAD 
patients and 39 patients without significant CAD. 
Using an interactive clinical research system at the 
LOS Hospital called STRATO, a set of criteria for 
interpretation of the exercise test was evaluated. 
It is possible, using this system, for a researcher_ 
to easily define ana test various diagnostic cr1ter1a. 
The criteria are written in a higher level language 
called HELP, which has been developed at the LOS 
Hospital specifically for medical decision-making. 
Figure 2 shows the criterion which has prove? most. 
successful on the present population. The f1~ure 1s 
a copy of the actual HELP decision_blo~k show1ng the 
structure required to write the cr1ter1on. In 
Figure 1 
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Figure 2 
viewing this criterion, statements A through F are 
statements which cause data searches to be initiated 
on a patient's medical record. For example, state-
ment A requests a search be made on this patient's 
data to determine the frequency (indicated by the 
FREQ at the end of the statement) of occurrence of 
the conditions indicated by the search parameters and 
Boolean logic of the search. The parameters to be 
searched are the average ST level in V4, the slope of 
the ST segment in V4, and the stage of exercise. The 
Boolean logic states that the search is true (i.e., 
add one to the frequency count of this condition) if 
the ST level in V4 is less than minus .075 mv with an 
ST slope less than .2 mv/sec and the stage of exercise 
being stage 2 or greater, including post exercise 
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values. The final evaluation (FV~L) _f?r this sector 
is the sum of frequencies of the 1nd1v1dual search 
items, i.e., A through F, thus gene~ating a_parameter 
which is the cumulative number of t1mes dur1ng the test 
(in all leads) following stage 2 that t~ere was an ST 
segment depression of .075 mv or more w1th a flat or 
negative slope or an ST segment depression o: .2 mv or 
more. This parameter was chosen because of 1ts rela-
tive insensitivity to errors in measurement of the 
stored parameters. A simple compariso~ of_the robust-
ness of this parameter is seen by cons1~er1ng the 
difference between the mean and the med1an, where the 
mean can be severely biased by a single outlier. This 
new parameter is similar to the media~ in t~at a meas-
urement outlier resulting from excess1ve no1se has the 
effect of influencing the frequency by only one count~ 
which would not result in classifying the test as posl-
tive. The true positive patient, however, would be 
expected to exhibit numerous leads with the ab~ormal 
condition. Figure 3 is the distribution of th1s new 
parameter for the "normal" and CAD patients. Th~ nor-
mal patients are labeled Control and the CAD pat1ents 
Test. From this distribution a thr-eshold frequency 
of 3 was chosen as the criteria for a positive test. 
























































































This criteria gave a 98% (67/68) agreement with the 
cardiologist in his interpretation of the exercise 
test with the disagreement occurring in only one 
patient who was clearly ~orderline: In reviewi~g the 
correlation of the exerc1se test w1th the arterlo-
grams there were 4 false-positive patients from the 
39 "n~rmals" and 7 false-negative patients from the 
29 patients with a significant CAD. An~lysis of the 
false-positive patients indicated that 1n each case 
the patient exhibited a co~dition ~nown to cause 
diagnostic ECG changes. F1gure 4 1s ~ summa~y of . 
these patients. With the false-negat1ve pat1ents 1t 
was found that 6 out of the 7 patients had only 
single vessel disease, did not develop angina during 
the test, and did not have a history of typical 
angina. The seventh patient was that patient where 





COMPUTERIZED TREADMILL ECG ANALYSIS 
FALSE POSITIVES ( 10%) 
AGE COI+lENTS 
48M LVEDP = 16 mn Hg (REST) 
43M EXERCISE PAIN, 54 IN RECOVERY 
51 M ORTHOSTATIC & HYPERVENTILATION 
ST-T WAVE CHANGES 
46M MITRAL VALVE PROLAPSE ON ECHO 
Figure 4 








COMPUTERIZED TREADMILL ECG ANALYSIS 
FALSE NEGATIVES (24%) 
CORONARY ANGlO PAIN HISTORY 
100% RCA(c) ATYPICAL ANGINA 
100% RCA(c) NONE 
100% RCA(c) NON-ANGINAL 
75-901 RCA NONE 
75-901 LCX ATYPICAL ANGINA 
75-90% LAD ATYPICAL ANGHiA 












These results suggest that computer interpreta-
tion of exe~cise data based upon the application of 
standardized criteria in evaluating this test is 
valid. It now remains to build into the diagnostic 
model for prediction of CAD factors beyond the 
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exercise test. As these factors which include the 
history, risk factors, etc. are developed, the ability 
of the computer in diagnosing ischemic heart disease 
should become effective. 
